Introduction
============

Approximately 1.5 million children in China have congenital heart diseases (CHDs) and more than 0.2 million children with CHD are born annually ([@b1-etm-0-0-8908]). These cases include several types of complex CHD, such as trilogy of Fallot, tetralogy of Fallot, double outlet right ventricle, transposition of the great arteries, pulmonary artery atresia and common arterial trunk ([@b2-etm-0-0-8908]). It has been reported that 5-10% of these children require pulmonary artery reconstruction for survival ([@b3-etm-0-0-8908],[@b4-etm-0-0-8908]).

Using a valved conduit to reconstruct the pulmonary artery could save the lives of children, greatly improve the effectiveness of surgical treatments for such CHDs and increase the long-term quality of life ([@b5-etm-0-0-8908]). To date, several materials, including autologous pericardium, xenograft materials, allogeneic valved aortic conduit and artificial valved conduit, have been used, but conduits constructed from ideal materials have yet to become available. Currently, several valved right ventricle conduits, such as the Synergraft valve, bovine Contegra valved conduit, bicuspid valved polytetrafluoroethylene conduit and BIOVALVE, are used in clinical practice in other countries, but they remain unavailable in China ([@b5-etm-0-0-8908]).

Considering the limited lifespan of the current bioprosthetics and shortage of heart valve donors, alternatives such as animal tissues have been suggested as attractive options because animals could provide an unlimited source of tissues for xenotransplantation ([@b11-etm-0-0-8908]). Bovine pericardium has been widely used as a supplementary implantation material for repair in cardiovascular surgeries and it has withstood over 40 years of testing ([@b14-etm-0-0-8908],[@b15-etm-0-0-8908]). Bovine pericardium is more convenient to use, inexpensive, safer, more reliable and widely available, compared with other artificial repair materials.

Bioprosthetic valves made of bovine pericardium with chemical modifications have become widely accepted as artificial bioprosthetic valves because of their good durability ([@b5-etm-0-0-8908],[@b6-etm-0-0-8908],[@b9-etm-0-0-8908]). Nevertheless, there is a risk of hyperacute and acute rejection or vascular injury of the xenogeneic tissues. Therefore, complete removal, or at least inactivation of the antigens and nucleic acid remnants of the original resident cells, is crucial. To do so, tissues must be decellularized using a combination of physical agents, detergents, enzymes and chemical compounds ([@b16-etm-0-0-8908]). Nevertheless, the extracellular matrix (ECM), which is essential for correct tissue function, should be left as intact as possible in terms of architecture, ultrastructure, mechanical integrity and biological activity. Indeed, the ultrastructure and composition of the ECM influence cell mitogenesis, chemotaxis and differentiation, and play important roles for integration into the host organ ([@b17-etm-0-0-8908],[@b18-etm-0-0-8908]). Studies performed in the liver ([@b19-etm-0-0-8908]), respiratory tract ([@b20-etm-0-0-8908]), nerves ([@b21-etm-0-0-8908]), adipose tissue ([@b22-etm-0-0-8908]) and mammary glands ([@b23-etm-0-0-8908]) have shown that such integration is possible.

A new valved pulmonary arterial conduit, constructed entirely of biomaterials and developed by Jiahe Zhongbang Biotechnology Co., Ltd. is made of bovine pericardium that has undergone decellularization by glutaraldehyde, de-immunogenicity and a series of anti-calcium modifications, followed by bionic structural designing and suturing. Its testing requires large animals that can tolerate cardiopulmonary bypass surgery. Sheep have hemodynamic and blood coagulation system characteristics and laboratory indicators similar to those of humans. They are easy to manage and not susceptible to infection following surgery. Long-term feeding is relatively easy and their long-term survival rate is high. Therefore, sheep were selected as the experimental animal for use in the present study, which aimed to conduct a pre-clinical assessment of this new conduit by transplanting it in the outflow tract of the sheep right ventricle in order to assess its safety profile and hemodynamics.

Materials and methods
=====================

### Biomaterial valved pulmonary arterial conduit. Design

On the basis of collected clinical data on heart valve dynamic parameters, the rudimentary appearance of the bioprosthetic valve was derived by analyzing the natural form of the human heart valve. A bioprosthetic valve parametric design platform was then constructed and computer-aided industrial design parametric software (self-designed) was used to create the spatial form that fulfilled the spatial geometry equations. Consequently, a series of dimensional parameters with higher accuracy was obtained for valve cusp parametric model construction, and finite element analysis software ABAQUS 6.13 (Dassault Systemes SE) was used to perform stress analysis on the changes in valve cusp parameters after applying various configurations. The valved conduit was generated by mimicking adult pulmonary artery and valve using a bionic structural design consisted of proximal and distal conduits, with the internal diameter being identical in various segments from the entry point to the exit point (8-22 mm). A bovine jugular vein containing a trileaflet venous valve was utilized for the proximal conduit, while bovine pericardium that had undergone decellularization, removal of immunogenicity and a series of anti-calcification modifications was used for the segment from the superior margin of the valve to the distal conduit.

### Decellularization

Bovine pericardium obtained from a normal cow within 2 h of slaughter was placed in D-Hanks solution at 4˚C and stripped of fat and muscle tissue. Subsequently, the pericardium was washed twice with PBS, soaked in 0.3% glutaraldehyde (GA) at room temperature for 48 h and stored in 0.5% GA solution at 4˚C before further processing.

### Chemical anti-calcification treatment

The GA-treated bovine pericardium was washed twice with PBS, treated with 8% epichlorohydrin for 48 h at 25˚C, washed twice again with PBS, treated with 2,3-butanediol at 25˚C for 120-240 h and stored in 0.5% GA solution at 4˚C before further use.

### Stitching

A custom-made elastic band cutting knife was used to cut the bovine pericardium into strips along a direction parallel to the pericardial fibers. For each strip, thickness at three fixed points was measured using a leather thickness gauge. Pre-punched holes created by laser drilling ensured a uniform stitching pitch, uniform load and minimum stress concentration. The pericardium was stitched using polyester sutures; no synthetic fibers were used in the stitching process. Once the pericardium had softened, it could be cut into strips of various sizes. In addition, standardization, efficiency and stability of product quality during the stitching process were enhanced.

### Animal model

A total of 14 healthy adult male sheep (age, 10-12 months; weight, 51±5.4 kg; Xi\'an Dilepu Biological Resource Development, Co., Ltd.) were used in the study, and kept at the Animal Center of the Experimental Surgery Department, Xijing Hospital, under normal temperature conditions (25˚C and 70% humidity). The sheep fold was cleaned twice daily. Regular feeding was provided; the sheep had free access to food and water. All sheep were quarantined for 7 days before the experiments and their activities and feeding behaviors were monitored during this period. All sheep were eligible for the experiments after approval from a veterinarian. Animals with abnormalities were handled under the guidance of the clinical veterinarian and director of this study. The sheep were fasted for 12 h pre-operatively. Selection, feeding and monitoring of the sheep, as well as the study protocol, were approved by the Animal Ethics Committee of the Fourth Military Medical University. Two of the sheep were used as sham controls.

### Anesthesia

General anesthesia was induced by the muscular injection of 8 mg/kg ketamine and 0.6-0.9 mg scopolamine and an intravenous line was established. Then, 1-2 mg/kg propofol and 1-2 µg/kg fentanyl were intravenously injected ([@b24-etm-0-0-8908]). Tracheal intubation was conducted to establish an artificial airway and a ventilator was used with the following respiratory parameters: Tidal volume, 10-12 ml/kg and frequency, 10-16 bpm. Isoflurane (1-2%) was used for anesthesia maintenance. Femoral artery puncture was conducted to monitor arterial blood pressure. Electrocardiogram monitoring was performed.

### Surgery

An incision was made at the left side of the chest and the left fourth rib was removed. Vena cava catheterization was conducted through the right auricle. The arterial catheter was sutured to the ascending aorta. A drainage tube was inserted into the right side of the heart at 1 cm below the pulmonary valve ring. Heparin (3-4 mg/kg) was injected to adjust the whole blood activated clotting time to \>480 sec. Extracorporeal circulation was established after systemic heparinization. The main pulmonary artery space was isolated and the main pulmonary artery diameter was measured. The valved conduits were rinsed with 500 ml 0.9% normal saline three times (5 min/time). A vascular clamp was used to block the distant pulmonary artery at the site close to the pulmonary artery bifurcation. Then, the pulmonary artery was resected at 1 cm above the pulmonary artery valve, the three pulmonary artery valve leaflets were removed and an artificial blood vessel with the same diameter as that of the main pulmonary artery was selected. The extracorporeal circulation machine was removed after circulation stabilization. A drainage tube was placed at the left fifth intercostal space and the thoracic cavity was closed layer by layer. Tracheal extubation was performed after anesthetic recovery ([Fig. 1](#f1-etm-0-0-8908){ref-type="fig"}).

### Post-operative care and follow-up

Animals were fed at 6 h after tracheal extubation. Daily behaviors of the sheep, namely food and water intake and activities, and their psychological status with regards to stress and dysphoria were monitored postoperatively and recorded. Body weights were measured every 2 weeks. Sheep were sacrificed at 30 (n=2), 90 (n=2) and 180 (n=8) days postoperatively. Changes in hemodynamics, outflow tract of the right ventricle and pulmonary artery structure were assessed.

From the second day after the surgery, there was no risk of bleeding. Aspirin tablets were mixed into the food for anticoagulation at a dose of 100 mg/day.

### Valve conduit function evaluation

Closing and opening of the valves were assessed by ultrasonography and the pressure gradient was also measured. An ultrasound device (Vivid-7; GE Healthcare) was used to monitor right ventricular pressure and distal pulmonary artery pressure before and after implantation. At 30, 60 and 180 days post-implantation, sheep were administered an muscular injection of 8 mg/kg ketamine under quiet conditions. Right ventricular pressure and distal pulmonary artery pressure were monitored and transpulmonary valve pressure difference was calculated.

To observe the effect of the biomaterial valved pulmonary arterial conduit on the heart after implantation, the pressure and hemodynamic changes of each heart chamber were assessed. The heart was exposed and the central venous and arterial pressures, pulmonary arterial pressure at the distal artificial blood pressure of the right side of the heart, and pressure of the outflow tract of the right ventricle were measured. Pressure gradient over the artificial blood vessel was calculated using the following equation: Pressure gradient (mmHg) = systolic pressure of the outflow tract of the right ventricle-systolic pressure of the distal pulmonary artery.

### Valved conduit calcification evaluation

Calcium levels in the artificial biomaterial blood vessel and valves were measured. The samples were dried at 75˚C until the weight remained constant and then sealed tightly in dry containers. The samples were placed in a 25-ml conical flask with 5 ml mixed acids (nitric acid:perchloric acid, 8:2) and the flask was shaken at 150-180˚C. After the solution cleared, the sample was washed with 1% nitric acid solution and transferred to a 10-ml scale test tube with a lid. The solution was mixed and the calcium levels were then measured with a graphite furnace atomic absorption spectrometer. The results were recorded as calcium levels by weight (mg) of dry tissue.

### Statistical analysis

SPSS 11.10 (SPSS, Inc.) was used for statistical analysis. All data are presented as means ± standard deviation. Analysis of variance and Tukey\'s post hoc test were used for comparisons. P\<0.05 was considered statistically significant.

Results
=======

### Surgical outcomes

*In situ* implantation of the artificial biomaterial valved blood vessel was successfully conducted in all 14 sheep with extracorporeal circulation and a beating heart under general anesthesia. The mean operative time was 131±18 min and mean extracorporeal circulation time was 35±8 min. The sheep were able to stand by themselves at 2 h postoperatively and drink water within 4 h postoperatively. The drainage tube was removed within 24 h postoperatively. The mean drainage volume was 70±30 ml. Although the drainage volume was \>400 ml in one sheep, the animal was in good condition and showed stable respiration and circulation; the drainage tube in this sheep was removed 1 day later.

### Heart structure and hemodynamics are not affected by post-valved pulmonary arterial conduit implantation

Echocardiography through the heart surface was conducted intraoperatively following the removal of extracorporeal circulation. The biomaterial pulmonary arterial valves of all 14 sheep could open and close freely, surfaces were smooth and no abnormal echo, valve position or activity was detected. The artificial pulmonary artery was patent and the lumen was clear. Color Doppler flow imaging showed normal blood flow velocity through the pulmonary arterial valve, with no evident backflow. No evident accelerated blood flow at the anastomosis of the artificial blood vessel and pulmonary artery was detected. These results suggest that the implantation of the completely biomaterial valved pulmonary arterial conduit did not noticeably affect the heart structure and hemodynamics.

### No renal or liver function impairment occur following valved pulmonary arterial conduit implantation

Before and following the surgery, no changes in the levels of hemoglobin (103±16 vs. 104±24 g/l; [Fig. 2A](#f2-etm-0-0-8908){ref-type="fig"}), white blood cells (11.4±2.2x10^9^ vs. 9.8±2.2x10^9^ cells/l; [Fig. 2B](#f2-etm-0-0-8908){ref-type="fig"}) or platelets (317±89x10^9^ vs. 292±71x10^9^ platelets/l; [Fig. 2C](#f2-etm-0-0-8908){ref-type="fig"}) caused by hemolysis were found, indicating that the implantation of the biomaterial valved pulmonary arterial conduit did not result in adverse effects, such as evident blood cell destruction or inflammatory responses.

Alanine transaminase (ALT) levels of the sheep increased temporarily on the day after the surgery, but gradually returned to normal. The mean ALT levels 180 days postoperatively were 15±5 IU/l ([Fig. 3A](#f3-etm-0-0-8908){ref-type="fig"}). Blood urea nitrogen levels did not change significantly postoperatively compared with the preoperative level ([Fig. 3B](#f3-etm-0-0-8908){ref-type="fig"}). These results indicate that the biomaterial valved pulmonary arterial conduit implantation did not result in evident renal or liver function impairment.

### Pressure gradient over the artificial blood vessel is comparable at pre- or post-valved arterial conduit implantation

The 12 sheep with artificial blood vessels were sacrificed at various different time points after tracheal intubation under general anesthesia. Evident tissue adhesion and substantial bleeding from the right auricle were found in one sheep after the heart was exposed. This sheep was therefore not included in the following statistical analyses.

The central venous and arterial pressures of the sheep were all normal. The highest pressures of the outflow tract of the pulmonary artery systolic pressure in all sheep were \<30 mmHg. No significant changes in the pressure gradient over the artificial blood vessel were detected ([Table I](#tI-etm-0-0-8908){ref-type="table"}). No significant abnormality was identified in pulmonary artery systolic pressure, right ventricle systolic pressure or pressure gradient over the artificial blood vessel after implantation compared with the values before implantation (P\>0.05).

Ultrasound examinations conducted 30 and 90 days postoperatively showed that the biomaterial valves of the pulmonary arteries in all animals could open and close freely, had a smooth surface and were without abnormal echo, position or activity. The artificial pulmonary artery was patent and the lumen was clear. Color Doppler flow imaging revealed normal blood flow velocity through the pulmonary arterial valve, with no evident backflow. No accelerated blood flow at the anastomosis of the artificial blood vessel and pulmonary artery was detected. Ultrasound imaging results are shown in [Fig. 4](#f4-etm-0-0-8908){ref-type="fig"}.

Examinations on postoperative day 180 showed that the biomaterial valve of the pulmonary artery in one animal could not close and open freely. In addition, valve thickening and enhanced echo were detected. Blood flow velocity through the pulmonary arterial valve was slightly increased and mild backflow through the pulmonary arterial valve was detected. No pulmonary arterial valve abnormalities were observed in the other 7 sheep ([Fig. 5](#f5-etm-0-0-8908){ref-type="fig"}). These results showed that completely biomaterial valved pulmonary arterial conduit implantation did not result in long-term adverse effects on heart structure and hemodynamic.

### No adverse effects, bleeding or infarction are evident following valved pulmonary arterial conduit implantation

The wool of the 12 sheep recovered well. A white sticky liquid was detected in a subcutaneous mass in one sheep, which was not connected to the thoracic cavity. The heart sizes and shapes of all 12 sheep were normal. No evident bleeding or pale areas were observed on the heart surface. Heart chamber sizes were normal. Signs of myocardial infarction, thrombus or mass were not observed. Artificial blood vessel positions and sizes were normal. The artificial vessels were soft and tissue adhesion was detected. Following resection of the longitudinal artificial vessel, it was observed that the valves in one sheep had hardened slightly and exhibited calcium deposition, so the valve activities were suboptimal. By contrast, the valves and blood vessel walls in all other 11 sheep were free from thrombus, mass or calcium deposition. The valves in these 11 sheep were soft and smooth and demonstrated good activity. The blood vessel walls were also soft and smooth, with no evidence of calcification. The lung size and shape of all 12 sheep were normal. Adhesion was found in operative areas in all animals; no edema, bleeding or infarction was detected in other parts of the lungs. Gross shapes of the livers, kidneys and spleens in all 12 sheep were normal; the surfaces of these organs were all smooth, with no signs of bleeding or infarction ([Fig. 5](#f5-etm-0-0-8908){ref-type="fig"}). These results showed that the implantation of the biomaterial arterial conduit did not result in evident thermogenesis, embolism or infarction in the organs, as demonstrated by the autopsies.

Histopathological examinations showed partial calcification of the collagenous fiber in one sheep, but no necrosis or degeneration of the fiber tissues of the valves was evident. Histopathological examinations of the heart revealed no evident fibrogenesis or infarction in the heart tissues in all sheep. Examinations of the pulmonary tissues showed that the alveolar structure was generally normal. The tissues of the livers, kidneys and spleens were generally normal, with no evident bleeding or necrosis ([Fig. 6](#f6-etm-0-0-8908){ref-type="fig"}). These results showed that the conduit implantation did not result in evident adverse effects on the organs, or evident bleeding or infarction.

### Artificial conduit remains free from calcification

The calcium levels in the artificial blood vessels in the 12 sheep are shown in [Table II](#tII-etm-0-0-8908){ref-type="table"}: The calcium levels in the sheep sacrificed on postoperative days 30 and 90 were all \<10 µg/mg. For the sheep sacrificed on postoperative day 180, the calcium levels in the valve were elevated in two of the sheep, at 204 and 27.2 µg/mg. Nevertheless, no evident valve stenosis or insufficiency was found in the artificial blood vessels of these two sheep. The highest pressure gradient over the artificial blood vessel was 22.5 mmHg, which did not result in adverse effects on hemodynamics. The calcium levels in all the other valves were \<10 µg/mg. These results showed that the artificial conduit was free from calcification.

Discussion
==========

The present study investigated the performance of a new, valved pulmonary arterial conduit prepared using a proprietary method. The conduit has the following characteristics: It consists of a stentless bioprosthetic pulmonary valve and bioprosthetic great vessels, and can be transplanted during cardiovascular surgery for the surgical reconstruction of the right ventricular outflow tract or replacement of non-functioning previously transplanted tracts to treat patients with right ventricular outflow tract anomalies or lesions. Given that it has undergone acellular and immunogenicity removal and serial anti-calcification modification treatment, the conduit is strong and durable. It is sewn with polyester suture from the bovine pericardium without any synthetic fiber, thereby preventing thrombus formation and non-bacterial inflammation caused by the porous structure of synthetic fiber. The results showed that this artificial valved conduit effectively replaced the original pulmonary artery and pulmonary arterial valves of sheep.

Clinicians are looking for graft biomaterials that do not require long-term anticoagulant therapy. With the expansion of the surgical indications of complex CHD, the insufficiency of the available materials for reconstruction of the right ventricular outflow tract has become more evident and is regarded as an important factor restricting the clinical application of such materials, especially for correction surgeries in neonates. Currently, several studies have reported the use of valved bovine jugular veins ([@b25-etm-0-0-8908]), but such conduits have several disadvantages: They are difficult to harvest, easily calcify and tend to be prone to aneurysm-like dilation, severely affecting the surgical outcomes.

In the present study, the new valve pulmonary arterial conduit constructed entirely from biomaterials was used to replace the original pulmonary artery and pulmonary arterial valves. The valves were found to close and open freely, with no severe stenosis or valve insufficiency detected. Additionally, the hemodynamics all met the physiological requirements of the sheep. Furthermore, the calcium levels in the valves of artificial blood vessels were \>10 µg/mg in only two sheep at 180 days postoperatively, but without any evident valve stenosis or insufficiency. In addition, the highest pressure gradient over the artificial blood vessel was 22.5 mmHg, which did not result in adverse effects on hemodynamics. No thrombogenesis or associated adverse events were observed, despite the fact that no or low-dose anticoagulant therapy was applied. No evident thrombogenesis or embolism was identified in the organs during autopsy. These results show that this product has high blood compatibility. The results of the present study are consistent with other studies of valved pulmonary arterial conduit implantation in large animal models, albeit using different valved pulmonary arterial conduits ([@b8-etm-0-0-8908],[@b29-etm-0-0-8908]). The conduit has more outstanding anti-calcification characteristics and is biologically safe.

In conclusion, the 6-month follow-up data showed that the implantation of this novel biosynthetic vascular graft into animals was safe and could meet the safety and effectiveness requirements for clinical application. However, as no large-animal model with pulmonary artery stenosis was used, the long-term effect of the valved conduit in such conditions could not be evaluated in the present study. The present authors plan to conduct another study to evaluate the effect of the new valved pulmonary arterial conduit in animal models of diseases, such as pulmonary stenosis and pulmonary regurgitation. For children with complex CHDs requiring pulmonary artery reconstruction to achieve a radical cure, this pulmonary arterial conduit has certain clinical application significance. Due to time constraints and the lack of clinically relevant mature products, a sham control group was used in the present study; however, the number of animals was small and this is recognized as a limitation of this study. The long-term effects and safety of this biological conduit require further study with longer observation periods along with rigorous testing before clinical trials or routine clinical use.
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![Biomaterial valved pulmonary arterial conduit and sheep prior to and during implantation.](etm-20-03-1935-g00){#f1-etm-0-0-8908}

![Evaluation of the general condition of the sheep. (A) Hemoglobin levels, (B) white blood cell count and (C) platelet count of the sheep.](etm-20-03-1935-g01){#f2-etm-0-0-8908}

![Evaluation of the hepatic condition of the sheep. (A) ALT and (B) blood urea nitrogen levels of the sheep. ALT, alanine aminotransferase.](etm-20-03-1935-g02){#f3-etm-0-0-8908}

![Echocardiographic results after the completely biomaterial valved pulmonary arterial conduit implantation. (A) Doppler ultrasound of the pulmonary artery. (B) Echocardiography examination of the right ventricle.](etm-20-03-1935-g03){#f4-etm-0-0-8908}

![Pathological examinations of the artificial conduits. (A) The surface of artificial conduit after dissection. (B) The inside view of artificial conduit, (C) The view of artificial conduit with a longitudinal section.](etm-20-03-1935-g04){#f5-etm-0-0-8908}

![Pathological examinations of the implanted valve. (A and B) implanted artificial conduit, (C) right ventricle, (D) right atrium, (E) left ventricle, (F) left atrium, (G) lung, (H) liver, (I) spleen and (J) kidney of the sheep. Magnification, x200.](etm-20-03-1935-g05){#f6-etm-0-0-8908}

###### 

Hemodynamic changes after reconstruction of the right ventricular artery (n=12; mmHg).

  Index                                            Before surgery   After surgery
  ------------------------------------------------ ---------------- ---------------
  Pulmonary artery systolic pressure               23±6             24±5
  Right ventricle systolic pressure                36±5             39±4
  Pressure gradient over artificial blood vessel   13±2             12±4

1 mmHg=0.1133 kPa.

###### 

Calcium levels in the artificial blood vessels.

  Sheep no.   Calcium levels of the valve (µg/mg)   Calcium levels of the conduit (µg/mg)
  ----------- ------------------------------------- ---------------------------------------
    1         0.79                                  1.12
    2         1.09                                  1.01
    3         1.08                                  0.81
    4         2.99                                  1.61
    5         1.43                                  4.02
    6         27.2                                  2.4
    7         1.07                                  0.95
    8         1.06                                  1.08
    9         0.91                                  0.96
  10          8.05                                  1.2
  11          204                                   4.5
  12          2.51                                  4.21

Sheep nos. 1 and 2 were evaluated at 30 days. Sheep nos. 3 and 4 were evaluated at 90 days. Sheep nos. 5-12 were evaluated at 180 days.
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